Disinfection of an infrared coagulation device used to treat hemorrhoids.
Infrared coagulation devices are used to treat internal hemorrhoids, and as semicritical items should undergo high-level disinfection between patients. We developed and validated a method for disinfecting an infrared coagulation device that cannot be immersed in disinfectant solution.